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We report a novel configuration of a two-stage virtually
imaged phased array spectrometer that enables high-
throughput sub-GHz spectroscopy at a high finesse (>750).
Two etalons with different free spectral range and different
dispersion are arranged in an orthogonal direction and
spread the spectrum across two dimensions, with a greatly
improved rejection ratio of white-light background noise. A
proof-of-concept application for Brillouin spectroscopy is
demonstrated. © 2015 Optical Society of America
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Ultrahigh-resolution spectrometers with a resolving power bet-
ter than 1 GHz (0.03 × cm−1) [1] are essential for many applica-
tions, including Brillouin spectroscopy, low-frequency Raman
spectroscopy, and comb-resolved analysis [1,2]. Fabry–Perot
(FP) interferometers have been widely used to achieve sub-
GHz spectral resolutions [3]. More recently, angle-dispersed
virtually imaged phased array (VIPA) [4] has been introduced
to attain similar resolutions with much higher throughput ef-
ficiencies [5]. Both FP and VIPA spectrometers achieve high
spectral dispersion through the interference of multiple reflec-
tions between either two parallel mirrors or two interfaces of a
solid etalon. An important figure of merit of a spectrometer
is the finesse—the ratio of the adjacent fringes and the line-
width—which expresses the number of resolvable frequency
components in a spectrometer. Finesse can be computed by
the ratio of the frequency range that can be analyzed without
ambiguity, termed free spectral range (FSR), and the spectral
resolution of the spectrometer. The finesse of a spectrometer
using free-space etalons is limited by the reflectivity and flatness
of the reflecting surfaces. Practically, it is very difficult to
surpass a finesse of 50.

Here, we present a sub-GHz spectrometer based on the
principle of cross-axis spectrometry [6] but employing etalons
of different spectral dispersion. Due to the different FSRs of the
two orthogonal etalons, the spectral signatures are spread across

two dimensions rather than on the conventional single axis. As
a result, sub-GHz resolution is achieved together with a finesse
greater than 750, an order of magnitude improvement over pre-
viously attainable values, and a more than tenfold improved
rejection of white-light background noise. We demonstrated
the advantageous features of such a spectrometer in the context
of Brillouin spectroscopy [7–11].

A solid VIPA etalon has three different coating areas. The
front surface has a highly reflective coating (R1) with a narrow
anti-reflection coating strip (R3). The back surface has a par-
tially reflective coating (R2). In order to use the VIPA as a spec-
trometer, a cylindrical lens is used to focus a light beam onto a
tilted VIPA etalon through the narrow anti-reflection coating
strip. Within the etalon, the beam is reflected and split into
several subcomponents with fixed phase differences. The inter-
ference among these components introduces high spectral
dispersion, and different frequency components are emitted
at different angles. Passing the dispersed beam through another
lens spatially separates the different frequency components of
the beam in the focal plane of the lens. For higher spectral
extinction, a two-stage VIPA spectrometer, where two VIPAs
are aligned in an orthogonal direction, has been developed
(Fig. 1) [5].

Fig. 1. Schematic of the two-stage VIPA spectrometer setup. In the
first stage, the cylindrical lens C1 (f � 200 mm) inputs light into the
VIPA (FSR � 20 GHz, R1 � 100%, R2 � 95%). The beam is fo-
cused by C2 (f � 200 mm), and a spatial mask blocks the undesired
frequencies. In the second stage, a spherical lens (f � 200 mm) in-
puts light into VIPA2 (FSR � 13 GHz, R1 � 100%, R2 � 95%),
aligned in an orthogonal direction; another spherical lens (f �
200 mm) focuses light onto a spatial mask. Finally, an achromatic pair
(f � 30 mm) images the spectral pattern onto the CCD camera.
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Figure 2 illustrates cartoons of typical spectral patterns of a
two-stage VIPA spectrometer. In these cartoons, the point o
represents the position of the laser beam or the unshifted elastic
scattering; all other signals are dispersed in the two-dimensional
plane due to their frequency shift with respect to the laser. The
length of the square represents the value of the FSR in the cor-
responding direction. The two VIPAs disperse incoming light
along their spectral axes in sequence; since their spectral axes are
orthogonal, the overall spectral axis lies along a diagonal direc-
tion. Employing two VIPAs of the same FSR yields a single
spectral dispersion axis oo 0, and the effective FSR is the same
as that of a single VIPA [Fig. 2(a)]. However, the situation is
different if two VIPAs have different FSRs, as shown in
Fig. 2(b), where we have taken FSRx∕FSRy � 2∕3. If f CGD
is the greatest common divider (GCD) frequency of the two
FSRs, we can write FSRx � 2f CGD and FSRy � 3f CGD (in
units of GHz). In this case, the dispersed signal will lie along
the spectral axis oa (blue diagonal line). When the frequency
shift equals FSRx , the signal will be at point a. For frequency
shifts higher then FSRx but smaller than FSRy, the dispersed
signal will move along spectral axis ab: in fact, the signal falls
into the next diffraction order of the horizontal VIPA (and is
thus “folded” onto the previous order) but in the same order of
the vertical VIPA. For higher-frequency shifts, the signal will go
through multiple spectral axes until it arrives at point o 0, where
the frequency shift will be a multiple of both FSRx and FSRy.
Thus, the effective FSR [Fig. 2(c)] can be understood graphi-
cally by unfolding the multiple spectral axes. In the previous
example, the effective FSRs will be FSReff � 3FSRx �
2FSRy � 6f CGD (in units of GHz). In general, the effective
FSR of this configuration is given by the lowest common
multiple of the single VIPA’s FSR,

FSReff �
FSRx · FSRy

f GCD
; (1)

where f CGD has a value of the GCD of FSRx and FSR, and all
the parameters in Eq. (1) are in units of GHz.

Reading the spectrum in the new configuration requires a
straightforward calculation: the spatial location �x; y� of a
spectral signal within the pattern is determined by Eqs. (2a)
and (2b),

x � �ν − nx · FSRx�∕η; (2a)

y � �ν − ny · FSRy�∕η; (2b)

where ν is the frequency shift, nx and ny are even integers,
FSRx and FSRy are the values of the FSR of respective
direction, and η is the spatial dispersion factor in units of
GHz/pixels. Equations (2a) and (2b) can be graphically solved
to find the frequency shift ν.

In practice, a much larger range of frequencies can be differ-
entiated because the spectral signatures are located on separate
dispersion axes. Without changing the spectral resolution of the
spectrometer, the effective FSR is increased significantly. This
leads to an effective increase of the overall number of resolvable
frequency components without affecting the throughput of the
spectrometer.

To illustrate the principle and features of the spectrometer,
experimental measurements of Brillouin scattering of several
materials were performed using a standard epi-detection
Brillouin microscope [5]. Briefly, a 532 nm single-frequency
laser light passed through a neutral density filter and a beam
splitter. It was then focused onto the sample via an aspheric
lens (focal length 11 mm), which also collected the backward
scattered light. An objective lens (f � 6 mm) coupled the light
into a single mode fiber, which served as confocal pinhole and
delivered the light into the VIPA spectrometer. The illumina-
tion power at the sample was around 3 mW, and typical
acquisition times were less than a second. The traditional spec-
trometer had an FSRx and FSRy of 20 GHz, which resulted in
an effective FSR of 20 GHz. The new spectrometer had an
FSRx of 13 GHz and an FSRy of 20 GHz, which resulted
in an effective FSR of 260 GHz. This dramatic increase in
the effective FSR of the spectrometer was particularly advanta-
geous for Brillouin scattering analysis, where the frequency shift
of the Stokes peak is the negative of the anti-Stokes peak, as
shown in Fig. 3.

The Brillouin spectra of methanol (∼5.6 GHz) and water
(∼7.5 GHz) are shown in Figs. 3(a) and 3(b). As their
Brillouin shift is less than half the etalon FSR, a standard
two-stage spectrometer had no issue in the analysis of their
spectra. The situation was different in Fig. 3(c), where the
Brillouin shift of mineral oil (∼9.7 GHz) is shown. In the tradi-
tional setup, the Stokes and anti-Stokes peaks overlapped,
which made it impossible to determine the Brillouin shift of
mineral oil with accuracy. Instead, in the new setup, the
two peaks were spatially separated within the two-dimensional
plane and could be easily resolved.

Figure 3(d) shows the Brillouin spectrum of polystyrene
(∼14.2 GHz). In the traditional setup, the reading of the
polystyrene shift along the single spectral axis was ambiguous,
as the Brillouin shift is bigger than half the FSR; in the
new setup, the shift was easily identifiable, as the location
of the spectral signature within the two-dimensional plane
was unique. Due to the expanded effective spectral range of

Fig. 2. (a) The dispersion pattern of a conventional two-stage VIPA
spectrometer (FSRx∕FSRy � 1); the spectrum is spread along one axis
on the diagonal (pink line). (b) If the FSRs are different (e.g.,
FSRx∕FSRy � 2∕3), several spectral axes (blue lines) are observed.
(c) The effective FSR after unfolding the spectral axes is FSReff �
3FSRx � 2FSRy .
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FSReff , a unique position for Brillouin frequency shifts upward
to FSReff∕2 (the factor of 2 comes from the existence of Stokes
and Anti-stokes peaks); in other words, 130 GHz became
possible.

To estimate finesse, we divided the spacing between the laser
signatures of adjacent diffraction orders by their linewidth. The
traditional spectrometer featured a finesse of 30. The new spec-
trometer featured a finesse of 780, made up of single-stage
finesses of 26 and 30. An important consequence of great prac-
tical value of the high spectrometer finesse is the superior
rejection of noise coming from spectrally broad sources, such
as white light or fluorescence. This is important because while
traditional double-VIPA spectrometers provide sufficient
(∼60 dB) rejection of laser-related noise sources, they cannot
deal with noise sources featuring a broad spectrum. To quantify
this improvement, white light was applied from a microscope
lamp directly onto the sample. Figure 4(a) shows two represen-
tative images of a Brillouin signal from methanol in the pres-
ence of white-light noise. By spreading the broad noise source
across two dimensions, the background noise was clearly re-
duced. The drop in background noise level was measured to be
11 dB in the new spectrometer [Fig. 4(b)]. To characterize this
feature in terms of signal-to background ratio (SBR), the inten-
sity of the white light was quantified using a separate camera
while blocking the laser. Figure 4(c) displays the inverse of the
SBR versus the intensity of the illumination. The x-axis was
normalized to the maximum illumination used, which corre-
sponds to about 75% of the full power of a standard lamp
on a bright-field microscope. The SBR was determined by
dividing the half-width integral of the actual signal by its back-
ground, where the actual signal is the measured signal minus
background. The error bar was estimated by the standard
deviation of repeated measurements. The background below
the signal was estimated by curve fitting. Since the Brillouin
signal remained constant, as expected, we observed a linear
behavior of 1/SBR, as shown in Fig. 4(c).

In addition, the increased rejection ratio corresponds
with our expectations. If we look at the upper limit of the
background illumination that the spectrometer can handle

Fig. 3. Comparisons of the conventional (left panels) versus the
new spectrometer configuration (right panels) Brillouin spectral pat-
terns are shown for several materials: (a) methanol, (b) water, (c) min-
eral oil, and (d) polystyrene. For illustration purposes we drew a white,
dashed line to indicate the spectral dispersion axis, and enhanced the
spectral coloring with a Gaussian low-pass filter. Scale bars, 2 GHz.

Fig. 4. (a) CCD images of Brillouin spectral patterns of methanol in the presence of white-light background in a traditional two-stage VIPA
spectrometer (i.e., with the same FSR) (top) versus our novel configuration featuring etalons of different FSRs (bottom). Scale bars, 2 GHz.
(b) Comparison of the Brillouin spectrum of methanol in same-FSR (blue) versus different-FSR (red) configurations. (c) The inverse of the
signal-to-background ratio versus illumination shows an improvement in background suppression by a factor of 16. The x-axis is normalized
to the maximum illumination used.
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(SBR � 1), it is evident that the new configuration rejects
background much more effectively than the conventional
spectrometer. Experimentally, a factor of 16 was obtained from
the ratio of the slopes from the two curves displayed in Fig. 4(c),
which is about half the value of the single-stage finesse. The
finesse of the second stages determines the signal spread in
the opposite directions; the factor of 2 is due to folding of
negative and positive frequency shifts of white light around
the Brillouin signal. Following similar principles of combining
spectral elements of different dispersions, VIPA etalons have
been used together with gratings and obtained impressive results
for two dimensional spectral and spatial mapping [1,12–14];
however, these spectrometers are not suitable for Brillouin
and/or low-frequency Raman applications as their spectral
extinction is equivalent to a single-etalon VIPA spectrom-
eter (∼30 dB).

In conclusion, we have developed a novel two-stage VIPA
spectrometer with etalons of different FSRs that yield a high
finesse, greater than 750, and more than tenfold improved
background extinction compared to two-stage VIPA spectrom-
eters with etalons of equal FSR. For Brillouin spectroscopy
applications, this novel configuration greatly improves the
number of unambiguously resolvable frequency components,
allows us to perform Brillouin spectral measurements of fluo-
rescent samples, and enables combinations with other imaging
modalities, such as bright-field or fluorescence microscopy.
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